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Abstract
The synchrotron based high resolution grazing emission x-ray ﬂuorescence
(GEXRF) technique is used to extract the distribution of Al ions which were
implanted with a dose of 1016 atoms/cm2 in Si wafers with diﬀerent energies
ranging between 1 and 100 keV. In this purpose an angular scan around the
critical angle was made. In addition special eﬀorts were made to improve the
experimental conditions. The extracted depth distributions are compared to
theoretical calculations of the depth distributions resulting from ion implan-
tations and a good agreement was found. Ion implantation is indeed a useful
tool in the semiconductor industry, especially in the production of integrated
circuits and junctions. The high-resolution GEXRF technique could support
further developments in this domain.
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1. Introduction
The usefulness of ion implantation was ﬁrst discussed by Shockley in the
early 1950’s [1] and today it is one of the techniques of choice when it comes
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up to alter near surface properties. Ion implantation is for example used in
steel surface ﬁnishing [2], in order to increase the resistance towards corrosion,
and in the domain of semiconductors [3], its most successful application,
to fabricate integrated circuits: electrical properties of selected areas of the
semiconductor device are modiﬁed by bombarding these areas with energized
ions. In fact the process of ion implantation consists in accelerating ions
of some element onto a given substrate. The ions penetrate the substrate
and loose their kinetic energy during nuclear collisions and electron capture
processes until they come to rest. The ﬁnal distribution of the ions depends
on their initial kinetic energy, the kind of ions and the kind of substrate. For
kinetic energies in the keV range, typical mean ion penetration depths are
on the nanometre scale.
An alternative technique to ion implantation is dopant diﬀusion which
presents the advantage that several wafers can be treated simultaneously
with. However ion implantation allows for a better control over the implan-
tation parameters, i.e. the ﬁnal shape of the distribution, the proﬁle, and
hence the reproducibility is better [3]. However, independently on the chosen
implantation technique, it is necessary to control experimentally the dopant
concentration proﬁles. This necessity becomes more and more important
with shrinking device sizes. Indeed, for reasons of device-scaling, decreasing
device sizes require shallower proﬁles and, thus, lower implantation energies.
However, a shallower proﬁle means also that the defects produced by the
implantation process are conﬁned in a narrower region. Finally the pro-
ﬁle depends much more on the implantation conditions. Therefore an exact
knowledge of dopant concentration proﬁles down to currently nanometre-
scales is important for the semiconductor industry. There exist several well-
established methods for depth-proﬁling which have each their advantages and
drawbacks.
The most popular of all depth-proﬁling methods is probably SIMS which
is largely used and very precise. However SIMS, besides being destructive,
suﬀers form the formation of a so-called transient region resulting in an inac-
cessible region: the ﬁrst 10 to 15 nm below the surface cannot be quantiﬁed,
meaning that dopant distributions realized with low implantation energies
cannot be recovered. RBS does not present this drawback but suﬀers from
its rather low depth resolution and low eﬃciency for light elements. On the
other hand techniques based on electrons like AES or XPS are quite sensitive
but, due to the low mean penetration depth of electrons, they are conﬁned
to the surface and, thus, depth proﬁles cannot be realized for dopant distri-
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butions implanted at higher energies. Besides this, a absolute quantiﬁcation
is quite diﬃcult if not impossible. On the other hand TXRF and GEXRF
do not suﬀer from the mentionned drawbacks. Quantiﬁcation problems have
been discussed for GEXRF in [4] and [5] resp. for implanted samples and
XRF in [6]. By tuning the incidence respectively exit angles, the accessible
region for measurements with TXRF and GEXRF can be changed from few
nanometres to hundreds of nanometres showing that these methods have the
ability to deal with a broader range of ion-implanted samples than SIMS
or AES resp. XPS. TXRF has also been combined with chemical etching
[7] for depth-proﬁling but in this case the advantage of non-destructibility
is lost. TXRF and GEXRF present thus, an interesting alternative to the
already known methods of depth-proﬁling by performing angular-dependant
scans. This procedure will be more explicitly described for GEXRF in the
next sections.
2. Principles of GEXRF
GEXRF is based on the same physical principle as TXRF [8] which is the
refraction of x-rays due to a sudden change of the refractive index. GEXRF is
therefore, like TXRF, used for the analysis of thin layers to determine their
thickness and density or the quantiﬁcation of trace amounts of impurities
on surfaces. Both techniques proﬁt from a low background and present good
detection limits which can be enhanced by using preconcentration techniques
like VPD (vapour phase decomposition). In fact a typical GEXRF setup
corresponds to an inversed TXRF setup: in TXRF measurements the samples
are irradiated at grazing incidence angles and the emitted ﬂuorescence x-
rays are detected at a normal direction with respect to the sample surface.
In GEXRF the sample surface is irradiated at macroscopic angles and the
emitted ﬂuorescence line is detected at grazing exit angles.
The equivalence between these two geometries was ﬁrst shown by [9] who
used the principle of microscopic reversibility which states that grazing in-
cidence and grazing emission type experiments provide identical results if
the energies of interest are the same. If this condition is veriﬁed the depth
distributions of atoms contributing to the experimental result are identical.
The energy of interest for grazing incidence setups is the primary x-ray beam
energy, for grazing exit experiments it is the one of the measured x-ray ﬂu-
orescence line. Since the latter one is lower than the beam energy, grazing
emission type experiments are generally more sensitive to the absorption of
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x-rays. In addition, as it is illustrated in ﬁgure 1 for the Al-Kα line, the
critical angles are higher since they depend inversely on the x-ray energy.
Figure 1 shows also that the angle of interest, i.e. the incidence angle in
TXRF respectively the exit angle in GEXRF, needs to be larger in grazing
emission setups than in grazing incidence setups if the same extinction depth
should be reached and, thus, identical sample regions should contribute to
the measured intensity.
Figure 1: Evolution of the extinction length for
the primary beam resp. the ﬂuorescence line with
the angle of interest which is the incidence angle
for grazing incidence setups and the exit angle for
grazing exit setups. The extinction length is the
distance in the depth direction after which the in-
tensity has dropped by a factor exp−1 and gives
an estimation of which up to which depth Al atoms
contribute to the detected signal.
An advantage of TXRF setups is certainly the large solid angle of de-
tection. In fact these large solid angles are needed for reasons of detection
eﬃciency since the incident beam needs to be highly collimated in order
to have a well deﬁned grazing incidence angle. If a wavelength-dispersive
setup is used, the ﬂuorescence line will also be collimated, resulting in a low
sensitivity of the setup [10]. Therefore, in grazing incidence setups, energy
dispersive detectors mounted close to the target surface are used. However
in the case of light elements, energy dispersive detectors are not very eﬃcient
and, in addition, due to the lower resolution, the ﬂuorescence lines of neigh-
bouring elements will at least partially overlap. This diﬃculties are reported
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for the combination of Al and Si in [11]. On the other hand the combina-
tion of wavelength-dispersive detection setups, which are more favourable for
the detection of low-Z elements, with grazing emission conditions is possible
without loosing too much in detection eﬃciency. This allowed us to use the
already existing high resolution von Hamos spectrometer of the University
of Fribourg [12].
An other attractive feature of GEXRF setups is the independancy on
the type of the incoming beam. Monochromatic x-rays from a synchrotron
source, the Bremsstrahlung from an x-ray tube, or ionized particles like elec-
trons and ions can be used. In addition focussed and collimated x-ray beams
can be used if needed in GEXRF setups which allow performing surface scans
as it is shown in [13]. Such surface scans cannot be realized with grazing inci-
dence geometries since the incoming beam spreads over the target surface. By
addressing the problem of depth-proﬁling it can be demonstrated that even
3D scans are possible with GEXRF setups. Other potential applications of
GEXRF setups are reported in [14].
3. Measurements
The presented measurements were realized with the high resolution von
Hamos crystal x-ray spectrometer of the University of Fribourg. As angular
dependant measurements require a precise control over the exit angle, a new
driving motor for the target holding system was installed which allows chang-
ing the exit angle with a minimum step of 0.00225◦. Grazing emission condi-
tions are realized by turning the ﬂat target surface, mounted perpendiclarly
to the dispersion plane, close enough to the detection direction deﬁned by
the Bragg angle of the ADP (101) crystal curved cylindrically (R = 25.4 cm)
around the dispersion axis. Only x-rays hitting the crystal surface at the
Bragg angle, deﬁned by the energy of the x-rays and the lattice spacing of
the crystal, can be diﬀracted towards the back-illuminated position-sensitive
CCD detector (1340∗400 pixels of 20∗20 μm2 each). In this way, as shown in
ﬁgure 2, a ﬁxed target position corresponds to a given exit angle and angular
dependant scans are performed by changing successively the target position.
As the crystal itself sees the target only as a line-like source, the angular
resolution is mainly determined by the Darwin width of the crystal. Usually
slits are used to deﬁne the exit angle, but this is of no need here. The result
is an increased intensity since the whole irradiated target surface can emit
towards the crystal. It should however be noted, that the angular resolution
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can be spoiled if the target is not mounted at 90◦ to the dispersion plane.
For this reason, the vertical range of the CCD contributing to the result was
limited.
Figure 2: Illustration of how grazing emission con-
ditions are realized with the high resolution von
Hamos crystal spectrometer. The crystal is bent
cylindrically around the detector axis, with a bend-
ing radius equal to the distance between the crystal
and the detector axis in order to focus the diﬀracted
x-rays onto the detector surface. Note that no slits
need to be used to deﬁne an exit angle or to increase
the angular resolution.
The ID21 beamline at ESRF in Grenoble was used to realize the measure-
ments. The primary x-ray beam was delivered by a wiggler and monochrom-
atized by two Ni/B4C multilayers after having passed Si mirrors making an
angle of 12 mrad with respect to the incident beam. Approximately 2 ∗ 1012
photons were impinging per second on the target. The beam energy resolu-
tion was about 6 eV for the two energies of interest which were 1.582 keV for
the detection of the Al-Kα line respectively 2.000 keV for the Si-Kα line. The
energy selected for the excitation of the Al-Kα ﬂuorescence line was guided
by several considerations. Besides the suppression of the strong Si-Kα ﬂuo-
rescence line and the increased photoabsorption cross-section if an excitation
energy just above the Al K-edge is chosen, this excitation energy also re-
sulted in a considerable background reduction as it is explicitly described in
[13]. Brieﬂy, the high resolution of our spectrometer allows separating the Si
RRS-KL [15] structure, which is usually the limiting factor for the detection
limit of Al and whose edge depends directly on the primary beam energy,
from the Al-Kα ﬂuorescence line by choosing an energy just above the Al
K-edge. This separation is not possible with energy dispersive detectors due
to their lower resolution. Finally, only the weak Si RRS-KM and the elec-
6
ht
tp
://
do
c.
re
ro
.c
h
tric noise of the CCD overlap with Al-Kα line. A direct detection limit of
4 ∗ 1012 for Al was achieved with these optimized background conditions for
the detection of Al [16].
Angular dependant scans were performed by means of an automated ac-
quisition system for each implanted sample for both, the Si-Kα and the Al-Kα
ﬂuorescence lines. The Al-Kα was measured twice at 100 diﬀerent positions
separated by 0.02250◦ for 50 seconds, afterwards the two scans were added.
These two successive scans allowed us checking the reproducibility of our
system which was found to be excellent. The Si-Kα was measured at 40
diﬀerent points separated by 0.05625◦ for 20 seconds. The latter angular
dependant proﬁle was needed for calibration reasons. In fact the exit angle
cannot be controlled on an absolute scale but only on a relative scale since
only the change in exit angle can be ﬁxed. In order to know the exit angle
on an absolute scale a reference position is needed which is in our case the
critical angle of the Si-Kα line of the considered sample. Once this reference
position is known and the oﬀset of our setup ﬁxed, the absolute exit angle
can be determined for every target position of the considered sample.
In total nine diﬀerent Al-implanted samples were analyzed, the implanta-
tion energies being 1 keV, 5 keV, 10 keV, 15 keV, 20 keV, 25 keV, 30 keV, 50
keV, 100 keV. Each implantation was realized at room temperature and 90◦
incidence to the surface with a ﬂux of 1016 at/cm2 into clean Si (100) wafers
with a thickness of 0.2 mm. The implantations with energies between 1 keV
and 30 keV were realized at the Ion Beam Physics and Materials Research
Institute at the Forschungszentrum Dresden-Rossendorf in Germany, the two
other ones were realized at the Institute of Electronic Materials Technology
in Warsaw, Poland. The motivation to focus on lower implantation energies
is given by the already mentioned device scaling. The upper implantation
energies were chosen to see the limits of our setup. The critical angle of
the Si-Kα line for the implanted sample was considered to be the same as
for bulk Si. This procedure justiﬁed by the fact that the implanted dose is
too low to induce signiﬁcant changes in the refractive index. Indeed, for the
discussed samples, the most signiﬁcant changes are expected for the lowest
implantation energy since it presents the highest peak concentration of Al.
Calculations predict that the maximum relative change (at the peak position
of the implant realized with 1 keV) of the real part of the refractive index
describing the scattering properties is of the order of 10−6 whereas for the
imaginary part describing the absorption properties it is about 4%. These
small changes are also due to the fact that two neighbouring elements in the
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periodic table are considered.
4. Results
The distribution of the implanted ions was ﬁrst theoretically calculated
by means of the TRIM (Transport and Range of Ions in Matter) [17] program
which is a Monte Carlo simulation of the implantation process taking into
account diﬀerent physical eﬀects. The obtained distributions, covering mean
implantation ranges between 3 nm and 180 nm, were then used to calculate
theoretical angular proﬁles by using the equations of [18] modiﬁed for the
case of ion implanted samples,
I(θ) = |t0|2
∫ z0
z1
N(z) ∗ e−2Im(kz)(z0−z) ∗ |Multiple reﬂections|2 dz. (1)
N(z) stands for the calculated depth distribution of the implanted ions,
t0 for the transmission factor of the emitted x-rays at the sample-vacuum
interface, the exponential corresponds to the absorption of x-rays, kz =
2π/λ ∗ √n2− cos 2θ, n being the complex refractive index, z0 the surface
of the sample, the z-direction being perpendicular to the surface. Multiple
reﬂections can be neglected since there are no sharp interfaces inside the
sample as for layer-like samples. As one can guess in ﬁgure 3, where some
calculated proﬁles are compared to measured ones and a nice agreement is
found, the theoretical angular proﬁles change gradually with the depth dis-
tribution of the implanted ions. For samples implanted at low energies, a
considerable part of the implanted ions is sitting close to the surface which
explains the increasing intensity at exit angles even below the critical angle.
The extinction depth below the critical angle (see ﬁgure 1) is about 3 nm. In
addition it can be observed that the critical angle shifts towards larger val-
ues with increasing implantation energies. Since the critical angle depends on
the surface density of the sample, this corresponds to an illustration of how
the number of Al ions sitting close to the surface diminishes wtih increasing
implanation energies. In fact the shift tends to the value of the critical angle
emitted from pure Si for the energy of the Al-Kα line. Finally the intensity
for exit angles much larger than the critical angle depends mainly on the
implanted dose, i.e. the number of implanted ions.
Finally, the aim is to extract from the measured angular proﬁles the depth
distribution of the Al ions. Basically this corresponds to an inversion of equa-
tion 1 which is not an easy task at all [19]. Therefore a more direct approach
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Figure 3: Comparison for some samples between
the with equation 1 and the TRIM output theo-
retically calculated angular proﬁles with the corre-
sponding experimental results. A good agreement
is observed for the shown samples.
will be followed here. Since the shape of implanted ion distributions (Gaus-
sians, Pearson IV distributions, half-joined Gaussians,...) [20] is more or less
known from calculations or other experimental results, a known analytical
function N(z) will be assumed beforehand to ﬁt the experimental angular
proﬁles with equation 1. We used Gaussians for the ﬁt, the centre and the
width of the Gaussian being the free parameters. Indeed, for the present
samples, the theoretical depth proﬁles could be well ﬁtted by Gaussians,
Pearson IV distributions did not improve the quality of the ﬁt signiﬁcantly.
As the skewness and the kurtosis of the Pearson IV distributions were close
to 0 respectively 3, Gaussian distributions can be safely used since for these
values of the skewness and the kurtosis, Pearson IV and Gaussian distribu-
tions are identical. Using a Gaussian presents in addition the advantage that
there are less free parameters (two instead of four) in the ﬁtting procedure.
Note also that for Gaussians distributions which are symmetric, the position
of the peak and the mean value of the implantation depth of the ions, the
so-called projected range, are identical.
However, the result of the ﬁt of the experimental angular proﬁle depends
on the starting values for the centre and the width of the assumed Gaussian
distribution. To elude this dependancy the ﬁt was repeated 1000 times,
each one with diﬀerent, randomly scattered starting values for the centre
and the width. Afterwards the mean or centre of gravity of all the returned
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Figure 4: Examples for some of the measured sam-
ples of how well the experimental data is ﬁtted by
assuming a Gaussian distribution in equation 1 for
the implanted ions. Thus, the choice of a Gaussian
distribution seems to be justiﬁed.
results was taken as the ﬁnal result for the centre respectively the width of
the Gaussian distribution. This procedure allows avoiding staying stuck in
local minima. The results of this procedure are shown in 1. In addition
the evolution with the number of ﬁts of the correlation coeﬃcient between
the experimental angular proﬁle and the proﬁle calculated with the mean
values of the realized ﬁts was considered. After 40 to 50 ﬁts it was already
converging to the ﬁnal value and did not change considerably afterwards.
In order to have a complete depth proﬁle, the quantiﬁcation problem
needs also to be addressed since not only the distribution of the implanted
ions is of interest but also their number. In this purpose the Al-Kα intensity
of an Al bulk sample was measured at a ﬁxed exit angle above the critical
angle, in order to compare it to the Al-Kα intensity of the Al-implanted
samples at the same exit angle. By correcting this intensity ratio of the Al-Kα
lines for the diﬀerences in absorption of the primary beam in Si respectively
Al and the, due to the grazing exit angle quite pronounced, self-absorption
of the Al-Kα inside the considered sample, one can deduce the number of
implanted ions, respectively the implantation dose φ since
φ =
∫ T
0
C(x)dx. (2)
where C(x) stands for the dopant distribution deduced from the ﬁtting pro-
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EImpl CTRIM CFit σCFit WTRIM WFit σWFit φ
1 keV 3.65 4.01 0.49 1.92 1.92 0.03 N.A.
5 keV 10.9 9.34 0.15 5.73 5.67 0.03 N.A.
10 keV 18.7 18.3 0.22 9.57 9.53 0.03 N.A.
15 keV 26.1 23.1 0.22 12.6 12.4 0.03 N.A.
20 keV 34.2 32.7 0.37 16.6 16.5 0.03 N.A.
25 keV 42.3 43.4 0.41 19.5 19.6 0.06 N.A.
30 keV 50.2 56.8 0.56 23.4 24.1 0.07 N.A.
50 keV 83.7 82.1 0.38 35.6 35.3 0.06 N.A.
100 keV 173 169 0.67 62.0 61.0 0.17 N.A.
Table 1: Values of the experimentally extracted
depth proﬁles. C stands for the center and W for
the width (both in units of nm) of the distribution
in the depth direction, whereas φ stands for the
implantation ﬂux in atoms/cm2. The experimental
results are also compared to the values calculated
with the TRIM software.
cedure in atoms per cm3 and T for the sample thickness. The experimentally
deduced implantation dose is also shown in table 1.
5. Discussion
In table 1 the experimentally extracted results for the depth distribution
of the Al ions are compared to the values of the theoretical TRIM calcula-
tion. A graphical comparison can also be found for some of the samples in
ﬁgure 5. It can be observed that in most cases the theoretical values for the
centre of the distribution are slightly larger than the experimental values.
Nevertheless, even if there is not a perfect agreement, the values are quite
close showing that the presented high-resolution grazing emission setup is
able to distinguish accurately between samples implanted with diﬀerent en-
ergies since the mean implantation depth depends on the initial kinetic energy
of the ions. Assuming that the relationship between the mean penetration
range of the ions and the implantation energy is correct, the experimentally
deduced mean peak positions allow estimating the implantation energy. The
values obtained this way are within 10% of the assumed implantation energy
except for the sample implanted with 1 keV, but should only be considered
as estimates since they are based on theoretical calculations.
Considering the widths of the implanted Al distributions, a really excel-
lent agreement between theoretical and experimental results can be noticed.
The results are within 0.3 nm except for the last sample where the x-ray ab-
sorption due to Si is more pronounced and, in addition, the real shape of the
11
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Figure 5: Comparison for some implantation ener-
gies of the experimentally deduced depth proﬁles of
the implanted Al ions to the theoretically calculated
proﬁles with TRIM.
implantation proﬁle is a bit distorted towards larger depths as it is usual for
increasing implantation energies. Here a ﬁt with a Pearson IV distribution
could provide better results. Finally the experimentally deduced shape of
the Al ion distribution agrees with the theoretically calculated one, except
for the mentioned shift of the peak position of the distribution (see ﬁgure
5). This shift may be explained by uncertainties on the parameters used in
calculations but also experimental eﬀects in the sample preparation and pro-
duction cannot be excluded. In table 1 σCFit respectively σWFit stand for the
standard deviation of the distribution of the results returned by the ﬁts for
the considered sample. The small values of the standard deviation indicate
that the presented high-resolution grazing emission setup allows getting pre-
cise results since the dependancy of tha angular proﬁle on the implanted ion
distribution seems to be quite pronounced. Only the central peak position
of the sample implanted with 1 keV was not so precisely extracted because
the results returned by the individual ﬁts were spread on a larger range than
it was the case for other samples. Looking closer at some of these results it
turned out that the values returned did not ﬁt the angular proﬁle accurately
and were thus obviously not consistent. The ﬁnal result could be improved
by rejecting those results. This could be done by requiring a minimum value
for the correlation coeﬃcient in the ﬁtting procedure.
paragraph about the results of the quantiﬁcation procedure....
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6. Conclusion
Finally it can be stated that the presented synchrotron radiation based
high-resolution GEXRF technique is a great tool for extracting depth proﬁles
in applications where ion implantation is used. In the present case the shape
and the location as well as the amount of implanted ions could be quite ac-
curately determined from experimental angular proﬁles and showed a good
agreement with theoretical calculations. Some reasonable a priori knowledge
about the shape of the depth distributions needed to be used in the analysis
to facilitate the ﬁtting procedure of the angular proﬁles. It should also be
mentioned that Al was chosen as an implant in Si since for this combina-
tion the measurements are the most challenging due to the Si background
overlapping with the Al signal. Of course it is also possible to perform depth
proﬁle measurements with other, more commonly used materials in the semi-
conductor ion implantation domain, like B and P. To assess the limits of our
setup for the extraction of depth proﬁles a comparison like in [21] would be
useful.
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